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Abstract

Purpose: This study examined the accuracy and consistency of hand-held dynamometer (HHD) in as-
sessing leg muscle strength in older adults. 

Methods: Forty-eight elderly men and women (12 males and 36 females), aged 60-85 years, were re-
cruited for this study. All study participants had anthropometric measurements, handgrip, the HHD, and 
isokinetic dynamometer tests. Pearson partial correlations were used to examine the validity of HHD 
compared with an isokinetic dynamometer after adjustment for age, sex, and race. Cronbach α coeffi-
cients were used to estimate the test-retest reliability of the HHD measurement.

Results: Age-, sex-, and race-adjusted partial Pearson correlation coefficients were 0.90 for isometric 
leg strength (p < 0.001), 0.62 for isokinetic leg strength (p < 0.001), and 0.63 for handgrip strength (p < 
0.001) with the HHD. Cronbach α coefficients showed high interclass reliabilities in measuring leg mus-
cle strength using the HHD in men (α = 0.99) and women (α = 0.96).

Conclusions: The HHD had good concurrent validity with high interclass reliability in assessing leg 
muscle strength in older adults. 
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Introduction

Age-related loss of skeletal muscle mass, muscle 
strength, and muscle quality is a major public health 
concern in the geriatric populations (Janssen, 
Heymsfield, & Ross, 2002; Yu et al., 2016). Approxi-
mately 30% of adults over the age of 60 suffer from 
sarcopenia (Baumgartner et al., 1998; Haehling, Morley, 
Anker, 2010; Janssen et al., 2002). Importantly, sar-
copenia is primarily associated with physical disabil-
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ity and cardiovascular disease (Janssen et al., 2002; 
Ko et al., 2016; Seene & Kaasik, 2012). Thus, detect-
ing muscle weakness and improving muscle strength 
in elderly populations is important to prevent falls, 
disability, and mortality.

The isokinetic dynamometer is a gold standard for 
measuring leg muscle strength although it is imprac-
tical in the field testing with high costs (Cooper et al., 
2013). Alternatively, hand-held dynamometers (HHD) 
have been widely used to measure muscle strength 
across various populations with different health con-
ditions (Deones, Wiley, Worrell, 1994; Kim et al., 
2014; Lu et al., 2012; Reinking et al., 1996). The 
HHD is portable in measuring an isometric muscle 

International Journal of Applied Sports Sciences ISSN 2233-7946 (Online) 
2019, Vol. 31, No. 1, 52-57. ISSN 1598-2939  (Print) 
https://doi.org/10.24985/ijass.2019.31.1.52 © Korea Institute of Sport Science 



Validity of hand-held dynamometer 53

strength at multiple angles and limbs. Nonetheless, 
the accuracy and consistency of the HHD in measur-
ing muscle strength remains controversial. Several 
investigators have shown high validity of the HHD 
(r = 0.91) in assessing leg muscle strength compared 
with isokinetic dynamometer (Martin et al., 2006), 
while other studies have also shown low validity of 
the HHD (r = 0.34 – 0.57) (Deones et al., 1994; Kim 
et al., 2014; Lu et al., 2012; Reinking et al., 1996). 
These inconsistent findings may lead to confusion to 
the public and clinical settings as a screening to ac-
cess muscle strength using the HHD. Importantly, 
there has been limited research on the validity of the 
HHD in older adults compared with an isokinetic 
dynamometer. We, therefore, examined the concur-
rent validity of HHD in assessing leg muscle strength 
against isokinetic dynamometer in older adults. We 
also assessed the interclass reliability of the HHD in 
older adults.

Methods

Study design and subjects

This study is a cross-sectional study with a repeat-
ed measurement design. Forty-eight elderly men and 
women (12 males and 36 females), aged 60-85 years, 
were recruited for this study using emails, phone 
calls, and fliers. Eligibility for study participation was 
determined through an online questionnaire, including 
PAR-Q+. All study participants had no personal his-
tory of heart disease, stroke, or cancer at baseline. 
All procedures were approved by the Arizona State 
University Institutional Review Board (IRB) and writ-
ten informed consent was obtained from all study 
participants before study participation. All subjects 
were given a detailed description of the protocol prior 
to study participation.

Measurement Procedures

Body height and weight were measured using a 

standard physician’s scale. Waist girth was measur-
ed at the midpoint between the anterior superior iliac 
crest and a lowest lateral portion of the ribs. Seated 
blood pressure was measured after 5 minutes of rest 
using a random-zero sphygmomanometer. Dual-energy 
X-ray absorptiometry (DEXA) was used to obtain body 
composition and arm and leg muscle mass by a li-
censed lab technician. The HHD (microFET2, port-
able digital HHD, Hoggan SCI, LLC, Salt Lake City, 
UT) was used to measure isometric knee extension 
strength (1 set of 3 repetitions) at an angle of 60 de-
grees. The distance from the ankle to the middle of 
the patella was measured to compute newton meter 
(Nm). The Biodex isokinetic dynamometer (System 4 
ProTM) was used to measure isometric leg strength 
(Nm) (1 set of 3 repetitions) at an angle of 60 degrees 
and isokinetic leg strength (Nm) (1 set of 3 repe-
titions) at 180 degrees per second. The dominant leg 
was used for measurement. An average of the highest 
two performance scores was used for analysis. The 
grip strength was measured using the Takei Physical 
Fitness Test dynamometer. The dominant hand was 
used for measurement. Grip strength was measured 
twice, and the average of two test scores was used 
for analysis. All measurements, except for DEXA, 
were collected by one investigator to minimize mea-
surement errors associated with instrument and rater.

Statistical analysis

General linear models (GLM) were used to test 
mean differences for anthropometric, and systolic and 
diastolic blood pressure measurements between men 
and women. A χ2 test was used to test frequency dif-
ference by race. General linear models were also used 
to test statistical differences for the HHD and iso-
kinetic dynamometer values between men and wom-
en after adjustment for age and race. Age-, sex-, and 
race-adjusted partial Pearson correlations were used 
to investigate the associations of HHD with an iso-
kinetic dynamometer and handgrip strength. Cronbach 
α coefficients (Cronbach, 1951) were used to examine 
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the interclass reliabilities of the HHD in assessing leg 
muscle strength. The standard error of measurement 
(SEM) was calculated as SD . We stand-
ardized all variables to z-scores and performed Bland- 
Altman plots, testing mean difference between the HHD 
and isokinetic dynamometer using one-sample a t-test. 
The proportinoal bias was tested using a simple re-
gression analysis by comparing the difference and 
average scores between the HHD and isokinetic dy-
namometer. All statistical procedures will be perform-
ed by the Statistical Analysis Systems (SAS Institute).

Results

Descriptive statistics are expressed as means and 
standard deviations (SD) in Table 1. Forty-eight par-
ticipants responded to the online survey were eligible 
for the study. The study participants consisted of 12 
males and 36 females, aged 60-85 years. Approximate-
ly 72 to 75% of study participants were whites in men 
and women, respectively.

As shown in Table 1, males had greater mean scores 
for height, weight, and waist girth when compared to 
women (all p < 0.005), while females had greater body 
fatness than did males (p < 0.001). 

Table 2 indicates age- and race-adjusted mean 
scores for handgrip, the HHD, and isokinetic and 
isometric leg strengths in men and women. Males had 
a greater age- and race-adjusted mean values for the 
handgrip strength (p < 0.001), the HHD (males, 146.7 
Nm vs. females, 82.4 Nm, p < 0.001) and isokinetic 
(81.6 Nm vs. 41.5 Nm, p<0.001) and isometric leg 
strengths (137.3 Nm vs. 76.8 Nm, p<0.001) than did 
female counterparts.

Age-, sex-, and race-adjusted partial Pearson cor-
relation coefficients were 0.90 for isometric leg 
strength (p < 0.001), 0.62 for isokinetic leg strength 
(p < 0.001), and 0.63 for handgrip strength (p < 0.001) 
with the HHD as shown in Table 3. The HHD is 
highly associated with isometric leg strength, follow-
ed by isokinetic and handgrip strengths.

Table 4 represents the interclass reliability with 
SEM for handgrip and HHD strength test scores in 
men and women. Cronbach α coefficients showed high 
interclass reliabilities in measuring the HHD in men 
(0.99) and women (0.96). There was also high inter-

Men Women p value

Age (years) 69.8 ± 7.0 68.6 ± 5.9 0.55
Height (cm) 176.6 ± 5.9 158.2 ± 7.1 < 0.001
Weight (kg) 84.3 ± 10.9 69.9 ± 69.9 0.002
BMI (kg/m2) 27.1 ± 3.5 27.4 ± 6.3 0.88
Body Fat (%) 31.8 ± 3.4 40.8 ± 6.9 < 0.001
Waist Girth (cm) 101.8 ± 4.9 89.3 ± 12.4 0.002
SBP (mmHg) 138.3 ± 15.3 133.7 ± 15.5 0.37
DBP (mmHg) 77.5 ± 9.7 81.7 ± 7.7 0.13
Race (whites, %) 75 72.2 0.85
BMI (body mass index, kg/m2). Anthropometric characteris-
tics and systolic and diastolic blood pressures are expressed 
as means (±) standard deviations. 

Table 1. Anthropometric characteristics of study participants 
by sex

Men Women p value

HHD (Nm) 146.7 82.4 < 0.001
Isometric (Nm) 137.3 76.8 < 0.001
Isokinetic (Nm) 81.6 41.5 < 0.001
Handgrip (kg) 37.6 21.5 < 0.001

Table 2. Age- and race-adjusted mean scores for the HHD 
and isokinetic dynamometers, and handgrip strength 
by sex

HHD Isometric Isokinetic Handgrip

HHD (Nm) 1.00
Isometric (Nm) 0.90* 1.00
Isokinetic (Nm) 0.62* 0.69* 1.00
Handgrip (kg) 0.63* 0.73* 0.60* 1.00
*p < 0.001. 

Table 3. Age-, sex-, and race-adjusted partial correlations 
across the HHD, handgrip and isokinetic dynamom-
eters
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class reliabilities for handgrip strength measurements 
in men (0.99) and in women (0.94).

As shown in Figure 1, Bland-Altman plots showed 
high agreement between the HHD and isokinetic dy-
namometer. There was no significant mean difference 
between the HHD and isokinetic dynamometer (p > 
0.05). There was also no proportional bias for the dif-
ference scores across average scores between the 
HHD and isokinetic dynamometer (β = 0.057, p = 0.23).

Discussion

Our major finding was that leg muscle strength 
estimated by the HHD had a high correlation with 
isometric leg strength estimated by isokinetic dyna-
mometer in older adults. Our findings are consistent 
with UK elderly men and women study (aged 61 to 
81 years), which showed good concurrent validity of 
the HHD (r = 0.91) compared with isometric leg 
strength estimated by the Biodex (Martin et al., 2006). 

Other investigators have shown a moderate to high 
correlation coefficients between leg strength estimated 
by the HHD and isometric dynamometer (r = 0.79 to 
0.83) (Andrews, Thomas, & Bohannon, 1996; Bohannon, 
1997). However, our findings are inconsistent with 
findings from other studies, which showed a weak as-
sociation between leg strength estimated by the HHD 
and isokinetic dynamometer in healthy young adults 
(Kim et al., 2014; Lu et al., 2012) (r = 0.41 to 0.47) or 
patients with knee dysfunction (Deones et al., 1994; 
Reinking et al., 1996) (r = 0.34 to 0.57).

Our findings also indicate high interclass reliabil-
ity in measuring the HHD in both men and women 
(reliability > 0.96). Other studies have shown a mod-
erate to high interclass reliabilities in measuring the 
HHD (reliabilities, 0.76 to 0.99) (Toonstra & Mattacola, 
2013; Surburg, Suomi, & Poppy, 1992; Arnold et al., 
2010). Some investigators have also shown poor in-
strument reliability using the HHD. According to 
Truesdale- Jackson and her associates (1994), the 
interclass reliability for two Nicholas HHD was 0.58 
in healthy females, aged 20-56 years. Further studies 
need to examine the instrument reliability using the 
microFET2 HHD. 

Our findings also documented that the HHD tends 
to slightly overestimate leg muscle strength when com-
pared with leg muscle strength estimated by an iso-
kinetic dynamometer. Our results are inconsistent dir-
ection with other studies, which showed that the HHD 
tends to underestimate muscle strength as compared 
with isometric leg strength (Toonstra & Mattacola, 
2013; Arnold et al., 2010; Kim et al., 2014; Martin et 
al., 2006). Other studies have also shown that HHD 
tends to overestimate in patients with intellectual dis-
abilities or patients with amputations (Surburg et al., 
1992; Leijendekkers et al., 2017). Martins et al. (2017) 
pointed out that there are some possible errors in mea-
suring the HHD when compared to an isokinetic dy-
namometer.

A strength of this study is that we used gold 
standard equipment for measuring quadriceps strength 

Men Women All

HHD (Nm) 0.99 (6.13) 0.96 (4.48) 0.99 (4.40)
Handgrip (kg) 0.99 (0.90) 0.94 (0.41) 0.99 (0.88)

Table 4. Interclass reliabilities and standard error of mea-
surement (SEM) for the HHD and handgrip strength 
measurements

Figure 1. Bland–Altman plot between HHD and isometric 
strength
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using the Biodex, which produces accurate and reli-
able measures for muscle torque (Feiring et al., 1990). 
Another strength is that we estimated the HHD leg 
muscle strength by attaching the HHD to the iso-
kinetic dynamometer. Several studies have reported 
that there are some errors in measuring leg muscle 
strength without attaching the HHD to the isokinetic 
dynamometer causing instability of the tester (Hayes 
et al., 1992; Martin et al., 2006; Reed et al., 1993). 
Our study minimized this error by physically attach-
ing the HHD to the isokinetic dynamometer. A limi-
tation of our study is that we had a small sample 
size in men as compared with women. We collected 
volunteer subjects, which obtained an unequal sam-
ple size by sex. Further studies are needed to deter-
mine whether our findings are consistent with a dif-
ferent race, sex and age groups. Another limitation of 
our study is that we were unable to adjust the joint 
angle or the effect of gravity in measuring the HHD, 
which may overestimate the leg strength.

In conclusion, we found that the HHD (microFET2) 
had good concurrent validity with interclass reliabil-
ity in measuring leg muscle strength in healthy older 
adults aged 60 to 85 years. Public health agencies 
and clinicians should emphasize the importance of 
HHD in assessing leg muscle strength, as an alterna-
tive measure to the isokinetic dynamometer.

Conflict of Interest

The author has no conflict of interest to disclose.

References

Andrews, A. W., Thomas, M. W., & Bohannon, R. W. 
(1996). Normative values for isometric muscle force 
measurements obtained with hand-held dynamo-
meters. Physical Therapy, 76, 248-259. 

Arnold, C. M., Warkentin, K. D., Chilibeck, P. D., & 
Magnus, C. R. (2010). The reliability and validity 
of hand-held dynamometry for the measurement 
of lower-extremity muscle strength in older adults. 

Journal of Strength and Conditioning Research, 24, 
815-824. 

Baumgartner, R. N., Koehler, K. M., Gallagher, D., Romero, 
L., Heymsfield, S. B., Ross, R. R., Lindeman, R. D. 
(1998). Epidemiology of sarcopenia among the 
elderly in New Mexico. American Journal of 
Epidemiology, 147, 755-763. 

Bohannon, R. W. (1997). Reference values for extrem-
ity muscle strength obtained by hand-held dy-
namometry from adults aged 20 to 79 years. 
Archives of Physical Medicine and Rehabilitation, 
78, 26-32. 

Cronbach, L. J. (1951). Coefficient alpha and the intern-
al structure of tests. Psychometrika, 38, 297-334.

Cooper, C., Fielding, R., Visser, M., Loon, L. J., Rolland, 
Y., Orwoll, E., . . . Kanis, J. A. (2013). Tools in the 
assessment of sarcopenia. Calcified Tissue 
International, 93, 201-210. 

Deones, V. L, Wiley, S. C, & Worrell, T. (1994).  Assess-
ment of quadriceps muscle performance by a hand- 
held dynamometer and an isokinetic dynamometer. 
Journal of Orthopaedic & Sports Physical Therapy, 
20, 296-301.

Feiring, D. C., Ellenbecker, T. S., & Derscheid, G. L. 
(1990). Test-retest reliability of the Biodex isokin-
etic dynamometer. Journal of Orthopaedic & Sports 
Physical Therapy, 11, 298-300. 

Haehling, S. V., Morley, J. E., & Anker, S. D. (2010). An 
overview of sarcopenia: Facts and numbers on pre-
valence and clinical impact. Journal of Cachexia, 
Sarcopenia and Muscle, 1, 129-133

Hayes, K. W., & Falconer, J. (1992). Reliability of hand- 
held dynamometry and its relationship with man-
ual muscle testing in patients with osteoarthritis in 
the knee. Journal of Orthopaedic & Sports Physical 
Therapy, 16, 145-149. 

Janssen, I., Heymsfield, S. B., & Ross, R. (2002). Low 
relative skeletal muscle mass (Sarcopenia) in older 
persons is associated with functional impairment 
and physical disability. Journal of the American 
Geriatrics Society, 50, 889-896. 



Validity of hand-held dynamometer 57

Kim, W. K., Kim, D., Seo, K. M., & Kang, S. H. (2014). 
Reliability and validity of isometric knee exten-
sor strength test with hand-held dynamometer de-
pending on its fixation: A pilot study. Annals of 
Rehabilitation Medicine, 38, 84-93. 

Ko, B., Chang, Y., Jung, H., Yun, K. E., Kim, C., Park, 
H. S., . . . Ryu, S. (2016). Relationship between low 
relative muscle mass and coronary artery calcifica-
tion in healthy adults. Arteriosclerosis, Thrombosis, 
and Vascular Biology, 36, 1016-1021. 

Leijendekkers, R. A., Hinte, G. V., Sman, A. D., Staal, J. 
B., Maria W. G. Nijhuis-Van Der Sanden, & 
Hoogeboom, T. J. (2017). Clinimetric properties of 
hip abduction strength measurements obtained 
using a hand-held dynamometer in individuals 
with a lower extremity amputation. Plos One, 12, 
e0179887.

Lu, T. W., Chien, H. L., Chang, L. Y., & Hsu, H. C. (2012). 
Enhancing the examiner’s resisting force improves 
the validity of manual muscle strength measure-
ments: Application to knee extensors and flexors. J 
Strength Cond Res, 26, 2364-71.

Martin, H., Yule, V., Syddall, H., Dennison, E., Cooper, 
C., & Sayer, A. A. (2006). Is hand-held dynamom-
etry useful for the measurement of quadriceps 
strength in older people? A comparison with the 
gold standard Biodex dynamometry. Gerontology, 
52, 154-159.

Martins, J., Silva, J. R., Silva;, M. R., & Bevilaqua- 
Grossi, D. (2017). Reliability and validity of the 
belt-stabilized hand-held dynamometer in hip- and 
knee-strength tests. Journal of Athletic Training, 52, 
809-819. 

Reed, R. L., Hartog, R. D., Yochum, K., Pearlmutter, L., 

Ruttinger, A. C., & Mooradian, A. D. (1993). A com-
parison of hand-held isometric strength measure-
ment with isokinetic muscle strength measurement 
in the elderly. Journal of the American Geriatrics 
Society, 41, 53-56. 

Reinking, M. F., Bockrath-Pugliese, K., Worrell, T., 
Kegerreis, R. L., Miller-Sayers, K., & Farr, J. (1996). 
Assessment of quadriceps muscle performance 
by hand-held, isometric, and isokinetic dynamom-
etry in patients with knee dysfunction. Journal of 
Orthopaedic & Sports Physical Therapy, 24, 154- 
159. 

Seene, T., & Kaasik, P. (2012). Muscle weakness in the 
elderly: Role of sarcopenia, dynapenia, and possi-
bilities for rehabilitation. European Review of Aging 
and Physical Activity, 9, 109-117. 

Surburg, P. R., Suomi, R., & Poppy, W. K. (1992). Validity 
and reliability of a hand-held dynamometer with 
two populations. Journal of Orthopaedic & Sports 
Physical Therapy, 16, 229-234. 

Toonstra, J., & Mattacola, C. G. (2013). Test-retest re-
liability and validity of isometric knee-flexion and 
-extension measurement using 3 methods of assess-
ing muscle strength. Journal of Sport Rehabilitation, 
2013, TR7. 

Trudelle-Jackson, E., Jackson, A. W., Frankowski, C. M., 
Long, K. M., & Meske, N. B. (1994). Interdevice 
reliability and validity assessment of the Nicholas 
hand-held dynamometer. Journal of Orthopaedic & 
Sports Physical Therapy, 20, 302-306. 

Yu, S. C., Khow, K. S., Jadczak, A. D., & Visvanathan, 
R. (2016). Clinical screening tools for sarcopenia 
and its management. Current Gerontology and 
Geriatrics Research, 2016, 5978523.


	Validity of hand-held dynamometer in assessing isometric leg strength in older adults

